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Abstract

Detection and sequencing of chikungunya virus (CHIKV) genome was performed using a

combination of a modified reverse transcription loop-mediated isothermal amplification (RT-

LAMP) method and a MinION sequencer. We developed the protocol for drying all the

reagents for the RT-LAMP in a single reaction tube. Using this system, the CHIKV genome

was effectively amplified under isothermal conditions, and used as a template for MinION

sequencing with a laptop computer. Our in-house RT-LAMP method and MinION sequenc-

ing system were also validated with RNAs and serum samples from recent outbreaks of

CHIKV patients in Brazil. The obtained sequence data confirmed the CHIKV outbreaks and

identified the genotype. In summary, our established inexpensive on-site genome detection

and sequencing system is applicable for both diagnosis of CHIKV infected patients and gen-

otyping of the CHIKV virus in future outbreak in remote areas.

Author summary

Chikungunya virus has re-emerged as an important pathogen causing several outbreaks

in the world. As the clinical symptoms of chikungunya is similar to other mosquito-borne

febrile diseases, the definitive diagnosis of the disease is based on the detection of viral

genome from the patient blood. Loop-mediated isothermal amplification (LAMP) is a

method that rapidly amplify nucleic acids under isothermal condition. In the present
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work, a simple dried format LAMP test for chikungunya diagnosis was developed which

can be directly amplified from human blood. Combining with the portable sequencer

MinION sequencing system, a method to identify the viral genotype was also established.

The developed on-site diagnosis and genotyping system is easy to perform, sensitive, and

rapid. Therefore, it offers great promise as a routine simple tool for diagnosis and disease

management of chikungunya.

Introduction

Chikungunya is a mosquito-borne febrile disease caused by chikungunya virus (CHIKV),

which is a positive strand RNA virus belonging to the genus Alphavirus. In the last decade,

serious outbreaks of chikungunya have been reported. These appeared to have started on the

coast of Kenya in 2004 [1], and subsequently spread to islands in Indian ocean [2], India [3],

parts of Southeast Asia [4], as well as temperate Mediterranean areas of Europe [5–7]. Since

late 2013, chikungunya outbreaks have been also reported in the Caribbean, United States,

Mexico, Central America, and Brazil [8–11]. Millions of people have been affected during

these outbreaks, and infection is now a major public health concern [11–13].

CHIKV are phylogenetically classified into three major genotypes, the West Africa, the

Asia, and the East-Central South Africa (ECSA). The Asian genotype was the cause of recent

outbreaks in the Caribbean and United States [14]. In Brazil, both Asian and ECSA genotypes

have been reported, with the outbreak in Rio de Janeiro beginning in 2014, being attributed to

the ECSA genotype [9, 15, 16]. It has been reported that phylogenetic diversification and infec-

tivity differences among CHIKV may be correlated [17] and the evolution of CHIKV may be

related to the viral adaptation in mosquito vectors and mammalian hosts.

Since the clinical features of chikungunya are similar to other mosquito-borne febrile dis-

eases, including Dengue fever, Zika fever and malaria, the differential diagnosis of these dis-

eases based on clinical signs is difficult in endemic regions. Definitive diagnosis of

chikungunya is based on serology, virus isolation, or genome detection by reverse transcrip-

tion PCR (RT-PCR) from patient-derived samples. However, these laboratory diagnostic tech-

niques are expensive and require well-equipped facilities that are not generally available in

remote areas and thus are seldom performed in routine clinical practice.

Loop-mediated isothermal amplification (LAMP) is a very sensitive,“user-friendly”, and

time-efficient nucleic acid amplification method [18, 19]. The method can be applied to detect

genomes of RNA viruses if reverse transcriptase is included in the reaction (reverse transcrip-

tion LAMP; RT-LAMP). Using the LAMP and RT-LAMP methods, amplification reaction of

nucleic acids can be performed under isothermal conditions without expensive or sophisti-

cated equipment. The Bst polymerase, a necessary enzyme for the LAMP reaction, is known to

be highly tolerant to inhibitory molecules in clinical samples [20], and therefore it is applicable

for the samples without the requirement of the purification steps of nucleic acids. We have

already found that all the reagents for the LAMP can be dried and kept in reaction tubes, and

that patient blood can be used directly in the LAMP reaction without purification of nucleic

acids. This simplified protocol has been applied for diagnosis of Human African Trypanoso-

miasis and Malaria [21, 22]. This dried-LAMP (named CZC-LAMP) can be stored at the ambi-

ent temperature for prolonged periods, which is useful in the remote areas where cold-chains

are not available.

Recently, a portable-type next generation sequencer, the MinION has been developed. The

sample preparation from DNA or cDNA can be completed within 10 min in the simplest
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protocol. The library preparation for sequencing can be performed with a magnet separator

and simple isothermal incubator, and thus only minimal equipment is required. Notably as

most of the newly emerging infectious disease outbreaks have been reported in the remote

areas with resource-poor settings, portable, affordable and disposable MinION provides a

promising tool for rapid identification and epidemiological analysis on site.

In this study, we combined our field-friendly RT-LAMP system and the MinION technol-

ogy, to successfully achieve viral sequencing in a simple and rapid way. Specifically, the

genomes of CHIKV in a drop of human blood would be amplified with the dried RT-LAMP

method, and the products sequenced by the MinION. This simple sequencing work-flow is

likely to be applicable to investigate outbreaks of various infectious diseases in remote areas.

Materials and methods

Virus samples

Chikungunya virus SL11131 (AB455493) and SL10571 (AB455494), which are members of the

ECSA genotype, were passaged in Vero cells. These viruses were isolated from serum of a Japa-

nese patient returning from Sri Lanka in 2006 [23], who provided written informed consent

for their use. CHIKV-S27 which is an African prototype (NC_004162) also belongs to the

ECSA genotype. These viruses were provided by Dr. Takasaki (National Institute of Infectious

Diseases, Japan) and stored in -80 oC freezer at a biosafety level (BSL)-3 until use.

Preparation of in-house dried CHIKV RT-LAMP (CHIKV-CZC-LAMP)

system

The in-house dried CHIKV RT-LAMP system was produced by using a trehalose vitrification

technique based on a previous report [21] with several modifications. Trehalose (FUJIFILM

Wako Pure Chemical, Osaka, Japan) was prepared by dissolving in deionized distilled water (2

mol/L = 2M) in 85 oC for 1 hour. The Trehalose solution (1.6 μl, 2M), deoxyribonucleotide tri-

phosphates (dNTPs) (1.4 μl, 25mM each) (Nippon Gene, Tokyo, Japan), WarmStart RTx reverse

transcriptase (0.25 μl, 15 U/μl) (New England Biolabs Inc., Ipswich, MA), RNase inhibitor (0.1 μl,

40 U/μl) (Takara Bio Inc., Shiga, Japan), and Bst 2.0 WarmStart DNA polymerase (0.05 μl, 120

U/μl and 0.25 μl, 8 U/μl) (New England Biolabs Inc.) were then mixed. We used two different

concentrations of Bst 2.0 WarmStart DNA polymerase to adjust the glycerol amount in the reac-

tion mixtures, which resulted in an effective drying time and enzyme stability [21]. The enzyme

mixture solution (3.65 μl) was placed inside of the tube lid. The LAMP primer sets for CHIKV

[24] were prepared in deionized distilled water. FIP and BIP (0.4 μl each), F3 and B3 (0.05 μl

each), and FLF and BLP (0.2 μl each), trehalose (0.7 μl, 2M), and the colori-fluorometric indicator

(CFI)(1 μl) were mixed and the mixture solution (2.35 μl) was placed at the bottom of the same

reaction tube as the enzyme mixture solution had been placed on the lid. CFI consists of 3 mM

hydroxyl-naphtol blue (HNB; MP Biomedicals, Aurora, OH) and 0.35% v/v GelGreen (10,000X

solution in DMSO, Biotium, Hayward, CA) dissolved in distilled water. The tubes were air dried

with a fan in a grove box connected with an ultra-low dew point air dryer (QD20-50; IAC Co.,

Kawasaki, Japan) for 12 hours. The tubes with dried mixture solutions were kept with molecular

sieves 3A (FUJIFILM Wako Pure Chemical) in an aluminium bag at ambient temperature.

Detection of CHIKV genome in whole blood using the CHIKV-CZC-LAMP

system

The reaction tubes with the dried mixture solutions were stored for at least 2 months at ambi-

ent temperatures and were emplaced in the RT-LAMP reaction for CHIKV genome detection.
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Prior to the reaction, reaction buffer (23 μl), consisting of 20 mM Tris-HCl (pH8.8), 50 mM

KCl, 6 mM MgSO4, and 10 mM (NH4)2SO4 in 0.1% TritonX-100, and 2 μl template was

added. For the templates, 1 μl of extracted RNA with or without 1 μl of whole blood from

healthy human volunteer were used. RNAs were extracted from CHIKV when titers were

determined by plaque forming units per ml (PFU/ml). Thereafter, the tubes were turned

upside down for 2 minutes to mix and reconstitute the dried enzyme reagents. The RT-LAMP

reaction was achieved at 63 oC for 45 minutes. Because CHIKV-CZC-LAMP contains gelgreen

which emits green fluorescent, the reaction could be monitored by the FAM channel with real-

time PCR detection system (CFX96; Bio-Rad, Philadelphia, PA). One cycle of the amplification

was set as 1 min, and reaction speed (min) was estimated to be equal to the threshold cycle

(Ct) value. The specificity was judged by Tm (melting temperature) value.

Detection of CHIKV genome from clinical samples using

CHIKV-CZC-LAMP

Our assay was also validated using clinical samples. Serum samples were obtained from clini-

cally suspected patients collected in 2016 and 2018, and which had been stored at the Flavivirus

Laboratory, Oswaldo Cruz Institute/Oswaldo Cruz Foundation (Fiocruz) in Rio de Janeiro

which is a Brazilian Ministry of Health Regional Reference Laboratory for arboviruses (LAB-

FLA).Viral RNAs from those sera were extracted by the QIAamp viral RNA mini kit (Qiagen,

Germany). Detection of the genome of CHIKV by the CHIKV-CZC-LAMP was performed

using directly the serum or RNA from sera samples (2 μl) with 23 μl of the reaction buffer in

each tube. For incubation of the samples, the portable incubator (BSR-miniT100H, Bio Medi-

cal Science, Tokyo, Japan) was used, and detection of the fluorescent signal from reactive sam-

ples was confirmed using the hand-made blue-green LAMP reaction detector as described in

our previous report [21]. To compare the sensitivity of the RT-LAMP system, quantitative

real-time PCR (qRT-PCR) [25] was conducted with the Express One-step SuperScript

qRT-PCR system (Invitrogen, Carlsbad, CA) and the StepOnePlus Realtime-PCR System

(Thermo Fisher Scientific, Waltham, MA). The reaction cycle was set as 50 oC for 15 minutes

for reverse transcription, 95˚C for 2 minutes for initial denaturation, followed by 45 cycles of

95˚C for 15 seconds, and 60˚C for 60seconds. The sequences of primer sets for the qRT-PCR

were as follows; Forward primer 6856F: 5’-TCACTCCCTGTTGGACTTGATAGA-3’, reverse

primer 6981R: F: 5’-TTGACGAACAGAGTTAGGAACATACC -3’, and 6919 FAM-MGB

probe: 5’-FAM-AGGTACGCGCTTCAAGTTCGGCG -MGV-3’ [25].

MinION sequencing using LAMP products

The genomic DNA Sequencing kit SQK-MAP-006 (Oxford Nanopore Technologies, Oxford

Science Park, UK) was initially used for CHIKV SL10571 and S27 in which one sample was

analyzed in an individual flow-cell. Briefly, LAMP products (2 μl) were directly used for end-

repairing and dA-tailing using the NEBNext Ultra II End Repair/dA-tailing module (New

England Biolabs) by incubation at 20˚C for 5 minutes, then 65 oC for 5 minutes, and subse-

quently purified by Agencourt AMPure XP beads (Beckman Coulter, Brea, CA) with a mag-

netic stand. Adaptors (Oxford Nanopore Technologies) were then ligated at room

temperature for 10 minutes by Blunt/TA Ligase Master Mix (New England Biolabs). The resul-

tant adapter-ligated DNA was purified by Dynabeads MyOne Streptavidin C1 (Thermo Fisher

Scientific). Thereafter, samples were eluted with elution buffer (Oxford Nanopore Technolo-

gies) and the resultant libraries were applied to the MinION Flow-Cell (R7.0) with buffer and

fuel mix, and the Genomic DNA 48-hour sequencing protocol was used with the MinKNOW

software (Oxford Nanopore Technology). The base call was performed with the Metrichor
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Agent (https://metrichor.com) and only “passed” sequences with high reliability were used for

the subsequent analysis. As for LAMP products from clinical samples, a 1D Native barcoding

genomic DNA kit (with EXP-NBD103 and SQK-LSK108, Oxford Nanopore Technologies)

was applied according to the manufacture’s instruction. Briefly, LAMP products (2 μl) were

ligated with each barcode by Blunt/TA Ligase Master Mix (New England Biolabs), purified by

AMPure XP beads, then all samples were pooled and applied to the single MinION Flow-Cell

(R9.4, FLO-MIN106) in MK1b device.

Sequence data analyses

The obtained FAST5 data from MinION were converted into fastq file formats using alba-

core.1.2.6 (Oxford Nanopore Technologies). MinION sequence data have been submitted to

the DNA Data Bank of Japan (DDBJ) under the following DDBJ Sequence Read Archive

(DRA) accession number: DRA007513. The local BLASTN program was employed with

obtained reads as queries against CHIKV SL11131 (AB455493) reference at position of

10,317–10,472, which corresponds to the region between F2 to B2 region of LAMP reaction (E

value <1e-5, identity >90%). All the blastn hit regions were clipped and aligned to CHIKV

SL11131 by Bowtie2 [26], and IGV and IGVtools [27] were used to visualize and obtain count

data from bam files. The obtained count data were analyzed by MicroSoft Excel (S1 Table),

and consensus sequences were constructed. For further sequence analysis, the F2 and B2

regions were omitted, since during LAMP amplification those sequences would be replaced by

the primer sequence completely. For the remaining 117 bp region (10,336–10,452), the popula-

tion for the major nucleotides was interpreted as a consensus of the sequence, if the proportion

of the main allele was supported by more than 70% of the total coverage. For bi-allelic loci, a

non-primer allele was considered as a genuine allele taking into account for the primer effect,

that partially replaced the original mutation into the primer sequence (LF/LB and F1/B1). The

consensus sequences were aligned, and phylogenetic trees were constructed by a Neighbor

joining (NJ) -based method with the reference CHIKV sequences [11, 16, 28, 29] using

MEGA7 software [30].

Ethics statement

Ethical approval for the diagnostic procedure was obtained from both the Ethical Screening

Committee of Fiocruz (CAAE): 90249218.6.1001.5248 (2.998.362), and the Graduate School of

Veterinary Medicine/ the Research Center for Zoonosis Control, Hokkaido University

(approved number: 28–2). Because patient data was anonymized, informed consent was not

required. Also, there is a transference agreement of LAMP and MinION protocols between

Hokkaido University and Flavivirus Laboratory to support the virological surveillance per-

formed by the LABFA, and all validation test using Brazilian sample were performed at this

laboratory.

Results

Detection of CHIKV genome in blood samples using dried RT-LAMP

system

We have established the dried RT-LAMP system for the detection of the CHIKV genome

(CHIKV-CZC-LAMP) from clinical samples, containing dried-reagents in the reaction tubes,

and which were stored at ambient temperatures for prolonged periods. The CHIK-CZ-

C-LAMP system consists of reaction tubes, reaction buffer, an isothermal incubator, and a

LED LAMP reaction detector (Fig 1A). The sensitivity of the CHIKV-CZC-LAMP was
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evaluated using purified RNAs from CHIKV pulsed with or without 1 μl of human blood. Pos-

itive reactions were recognized as yellow fluorescence under a LED detector, and a positive

reaction could also be recognized as change of sample color from violet to sky blue by the

naked eye (upper column in Fig 1B). As for blood-added samples, the reaction tubes were

briefly centrifuged to recognize fluorescence more clearly (lower column in Fig 1B).

The time of positivity to obtain an amplification signal by the CHIKV-CZC-LAMP was cor-

related with Ct values. The time required for the amplification of 50 PFU CHIKV genome was

15 to 18 min in the absence of blood, and 18 to 23 min for CHIKV genome in the presence of

blood (Fig 1C). The reaction time of CHIKV genome with blood was delayed a few minutes

compared to that without blood, suggesting that the delay of the reaction time may be due to

inhibitory effect of the reaction by blood or more probably fluorescent masking effect by the

blood color.

The sensitivity of CHIKV-CZC-LAMP using CHIKV genome at the end points of the reac-

tion (45 minutes) was <50 PFU CHIKV per reaction, showing 100% sensitivity (95% CI: 54%-

100%) at 50 PFU of CHIKV, and 33% (95% CI: 4%-78%) at 5 PFU of CHIKV. Addition of

blood to the CHIKV genome had no inhibitory effect on sensitivity of the RT-LAMP, showing

100% sensitivity (95% CI: 54%-100%) at 50 PFU of CHIKV, and 50% sensitivity (95% CI:12%-

88%) at 5 PFU CHIKV (Fig 1C). The sensitivity and Ct value of qRT-PCR system [25] was also

determined using the same RNA templates, and was revealed to be<0.5 PFU CHIKV per reac-

tion (Fig 1C).

Evaluation of CHIKV-CZC-LAMP system using patient samples

The feasibility of established CHIKV-CZC-LAMP for patient sample diagnosis was validated

at Flavivirus Laboratory using both RNA and serum samples of patients with chikungunya col-

lected and kept at the Fiocruz. RNA and serum from healthy individuals (n = 4) were also

tested as healthy endemic controls. All the RNA samples were tested by qRT-PCR, and the Ct

values were determined (Table 1). The RNA samples and crude sera from the same patient

were examined by the CHIKV-CZC-LAMP. Among 33 CHIKV qRT-PCR positive samples, 23

RNA samples and 19 serum samples were positive for CHIKV-CZC-LAMP, showing 70%

(95% CI: 0.51–0.84) sensitivity for RNA samples and 58% (95% CI: 0.39–0.75) sensitivity for

serum samples. No positive reaction was observed in the 4 endemic healthy control RNA and

serum samples, demonstrating 100% specificity (95% CI: 0.40–1.00) (Table 1). CHIKV-CZ-

C-LAMP-detectable RNA samples had Ct values from 12.21 to 31.1 by qRT-PCR. The results

were correlated with the analytical sensitivity of the CHIKV-CZC-LAMP using RNA from

CHIKV, which was 33% at 5 PFU, corresponding to 30.60 of Ct value of qRT-PCR (Fig 1C). In

addition, CHIKV-CZC-LAMP showed positive reactions using crude serum from serologically

positive samples which had Ct values from 12.21 to 28.43 (Table 1).

Genotyping of chikungunya virus by CHIKV-CZC-LAMP and MinION

The amplified products by CHIKV-CZC-LAMP from clinical samples, and CHIKV-SL10571

and -S27 laboratory strains, were sequenced with MinION (Table 2). After mapping the reads

to the reference sequence of CHIKV SL11131, the mapped read number of each nucleotide

was retrieved, and consensus sequences were generated based on the population. The popula-

tion for the major nucleotides was interpreted as a consensus of sequence although the pres-

ence of viral quasispecies could not be excluded. Because the clinical samples were sequenced

with the recent version of R9.4, the average length of read and outputs were much higher in

those samples than laboratory strains CHIKV-SL10571 and -S27 strains which were sequenced

with the earlier version R7.0. (Table 2). Both platforms showed good coverage with no low
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coverage regions (>416 coverage at minimal, as shown in Table 1 and S1 Table). The lack of

3! 5 exonuclease activity in Bst DNA polymerase may result in error amplification estimated

to be about 1 x 10−4 [31]. In addition, it has been reported that sequence accuracy of the cur-

rent version of the MinION R9.4 flowcell with 2D chemistry is 97% [32] which is still of course

low compared to the conventional Sanger-sequence or other next generation sequencers. Nev-

ertheless, the high sequence coverage renders enough discriminative power for single nucleo-

tide variations (SNVs) calling with high confidence. The obtained consensus sequences were

aligned, and phylogenetic trees were constructed based on 117 nucleotides of the LAMP target

Fig 1. CHIKV-CZC-LAMP detected<50 PFU CHIKV. (A) CHIKV-CZC-LAMP reaction tubes (upper column) and the equipment used for

the CHIKV-CZC-LAMP reaction and detection (lower column). CHIKV-CZC-LAMP reaction tubes have all-in-one dried reagents that can be

stored at room temperature. The amplifications were performed at 63˚C, and the positive yellow fluorescent signals were observed with the LED

LAMP reaction detector. (B) Representative view of CHIKV-CZC-LAMP results. The decreasing concentration of CHIKV in 1 μl of RNA or

1 μl RNA spiked with 1 μl of healthy human blood were tested. As a negative control, blood without CHIKV RNA was used. Upper panel shows

fluorescent signals detected by 505 nm blue green LED detector. Lower panel are showing the view of naked eyes. (C) The time of positivity

measured by real-time RT-LAMP detected with FAM channel, and the calculated sensitivity for serially diluted CHIKV RNA with or without

blood were shown. The same RNA samples were used for qRT-PCR and the calculated Ct value were shown.

https://doi.org/10.1371/journal.pntd.0007480.g001
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region (Fig 2). The sequences from two laboratory strains, CHIKV-SL10571, and African pro-

totype CHIKV-S27 showed a 100% match with deposited sequence data, demonstrating the

proof-of-concept of our analysis. For the chikungunya patient samples from Rio de Janeiro,

the obtained sequences all clustered within ECSA genotype in the phylogenetic analysis (Fig

2), confirming the circulation of the ECSA genotype in Rio de Janeiro during the epidemics in

2016 and 2018.

Table 1. RT-LAMP results using RNA and serum from chikungunya patient and endemic healthy control in Rio de Janeiro, Brazil.

ID/collection year Days post symptom onset qRT-PCR Ct value RT-LAMP Template: RNA RT-LAMP Template: serum

3080/2018 3 12.21 positive positive

7211/2018 3 14.93 positive positive

9327/2016 2 15.10 positive positive

7242/2018 1 15.65 positive positive

2926/2018 1 15.84 positive positive

7214/2018 1 16.63 positive positive

7502/2018 7 17.05 positive positive

7501/2018 7 17.48 positive positive

2285/2018 3 18.54 positive positive

3200/2018 2 18.87 positive positive

1294/2016 2 19.60 positive positive

8232/2018 1 20.69 positive positive

7358/2018 3 21.37 positive positive

7496/2018 1 21.61 positive positive

7209/2018 0 23.08 positive N.D.

7497/2018 10 23.75 positive positive

2484/2018 5 23.93 positive positive

3083/2018 4 23.95 positive N.D.

1268/2016 4 25.40 N.D. positive

8811/2016 4 27.20 N.D. N.D.

3028/2018 0 27.50 positive positive

11555/2016 4 27.60 positive N.D.

3201/2018 3 27.75 N.D. N.D.

7441/2018 2 28.43 positive positive

2285/2016 2 30.00 N.D. N.D.

2533/2018 2 30.09 N.D. N.D.

2011/2018 4 30.29 N.D. N.D.

2745/2018 0 30.87 positive N.D.

3196/2016 2 31.10 positive N.D.

7305/2018 4 31.79 N.D. N.D.

8350/2016 4 32.00 N.D. N.D.

0881/2016 3 32.00 N.D. N.D.

8831/2016 4 36.90 N.D. N.D.

9766/2016 healthy N.D. N.D. N.D.

9767/2016 healthy N.D. N.D. N.D.

1364/2016 healthy N.D. N.D. N.D.

1366/2016 healthy N.D. N.D. N.D.

RNA and serum samples from 33 chikungunya patients and 4 endemic healthy control patients were examined by the CHIK-CZC-LAMP. As a comparison, the Ct

values of clinical samples were determined using qRT-PCR. The table were arranged in ascending order of the qRT-PCR Ct value. N.D.: not detected.

https://doi.org/10.1371/journal.pntd.0007480.t001
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Discussion

The present study describes the development of a one-step, easy and “user-friendly” gene

amplification assay for the rapid detection of CHIKV, named CHIKV-CZC-LAMP. The ana-

lytical sensitivity of CHIKV-CZC-LAMP was <50 PFU per reaction both from purified RNA

and RNA sample pulsed with human blood. This sensitivity of the CHIKV-CZC-LAMP was

not as high as the standard qRT-PCR method which showed higher sensitivity, detecting <1

PFU per reaction [25]. CHIKV-CZC-LAMP also showed less sensitivity than qRT-PCR using

clinical samples. However, improvement on the sensitivity by selection of different primer sets

will be expected to allow detection of relatively low viral load samples. In the current study, we

used already established primer sets [24] which targeted E1 region of CHIKV genome. Other

primer sets targeting the 6K-E1 regions [33] have recently been reported, which need to be

comparatively validated. Also, a second set of reaction accelerating primers (stem primes)

could increase the sensitivity of the amplification [34]. For the diagnosis of CHIKV infection,

RNA detection methods are recommended before 6 days post symptom onset [35]. The viral

titer has variation based on the individuals or the viral genotypes. It has been reported that

high viral load of CHIKV (107−109 viral particles/ml) was detected in the patient’s blood in a

recent outbreak [12], which will be easily detected in our LAMP-MinION system. After 5 days

Table 2. MinION sequence summary.

Sample ID Template of

LAMP

Number of

reads�
Total reads

bp

Average reads

length

Number of sequence

aligned†,
Average of major allele

%‡
Minimal

Coverage§

11555/

2016

RNA 17,451 12,729,036 729 12,335 94.8 4,229

01294/

2016

RNA 8,317 5,100,998 876 5,055 94.4 1,845

03196/

2016

RNA 2,988 7,177,214 863 6,952 94.5 2,495

9327/2016 RNA 5,825 2,886,343 966 2,285 94.5 837

9327/2016 serum 2,336 2,432,949 1,042 1,567 94.2 505

1268/2016 serum 5,101 3,824,032 750 3,463 94.5 1,143

7209/2018 RNA 23,285 18,516,153 795 18,607 94.2 7,596

7214/2018 RNA 20,250 16,213,247 801 15,893 94.2 6,615

7242/2018 serum 16,463 12,769,769 776 13,689 94.3 5,327

7358/2018 RNA 9,386 7,676,569 818 8,407 94.2 3,490

8232/2018 serum 30,311 24,252,642 800 25,221 94.2 9,842

2285/2018 serum 22,375 17,944,288 802 19,093 94.3 7,739

2745/2018 RNA 14,920 12,180,109 816 12,993 94.3 5,305

2926/2018 RNA 9,874 8,086,328 819 8,288 94.3 3,480

3028/2018 serum 21,576 17,383,960 806 17,752 94.3 6,674

3200/2018 serum 31,780 25,038,530 788 25,425 94.2 1,0144

S27 RNA 5,648 2,194,824 389 4,096 94.0 1,610

SL10571 RNA 1,035 392,715 379 1,029 93.5 416

LAMP products amplified from patient RNA or serum were processed for MinION sequencer.

�Number of reads: number of the quality "passed" sequences.
†Number of sequence aligned: The obtained reads were blasted against reference genome SL11131 (156 bp: 10,317–10,472), and all the hit were clipped and mapped

against reference again by bowtie. The number of mapped reads were shown.
‡Average of major allele %: The average percentage of the called dominant allele for each reference nucleotide position (F2/B2 region removed 117 bp: 10,336–10,452).

The bi-allelic loci (position 10,437) was excluded from the calculations.
§Minimal coverage: The minimal number of reads that were aligned to reference bases (10,336–10,452).

https://doi.org/10.1371/journal.pntd.0007480.t002
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Fig 2. Phylogenetic tree of sequences from LAMP-Nanopore analysis. NJ tree based on 117 bp sequences determined by

CHIKV-CZC-LAMP-MinION sequencing (bold) analysis, and 29 sequences from the GenBank were constructed. The nucleotides at the 27

SNPs within the amplified region were also indicated.

https://doi.org/10.1371/journal.pntd.0007480.g002
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of the onset of symptom, additional serological assays are recommended, since the viral

genome amount is expected to be low at this point [12, 35]. The negative results by our system

in some CHIKV-infected patients who had relatively low viral load may be caused by delayed

onset of symptoms after CHIKV infection. The undetectable RNA samples showed Ct value of

>23.95 in qRT-PCR, which is estimated to be about 500 PFU virus per reaction, demonstrat-

ing that CHIKV-CZC-LAMP could detect only high viral titer samples in the early phase of

the CHIKV infection. Therefore, we propose that our system can be combined with a serologi-

cal diagnostic test. Nevertheless, the developed CHIKV-CZC-LAMP could be considered to be

superior to a qRT-PCR method in terms of feasibility as there is no need for significant techni-

cal skills or expensive equipment. In addition, it has the advantages of easy transportability

and low cost. This system will also be useful for diagnosis not only of chikungunya but also

other established and newly emerging infections of RNA viral diseases in the field setting as a

point of care test.

In Brazil, the first autochthonous cases of the Asian and ECSA genotypes were reported in

2014 in Oiapoque and Feira de Santana, respectively [9–11]. In 2016, an outbreak of chikungu-

nya was reported in Rio de Janeiro, and ECSA genotype was reported in this epidemic [10, 16].

In this study, we decided to evaluate our CHIK-CZC-LAMP combined with MinION portable

sequencer using samples from chikungunya patients in Rio de Janeiro, to determine if on-site

diagnosis and on-site genotyping was feasible or not. It was demonstrated that molecular diag-

nosis and on-site sequencing from clinical samples in resource-limited region was possible.

The sequence data obtained from the chikungunya samples revealed that those were the ECSA

genotype, which was consistent with the previous report [10,16]. As a proof-of-concept, labo-

ratory CHIKV strains (SL10571 and S27) were also sequenced and showed absolute match

with the sequences deposited in GenBank. The reliability of LAMP diagnosis is also comple-

mented by sequencing, as the LAMP method is known to cause frequent non-specific amplifi-

cation induced by primer dimers [36]. We confirmed the sequence of CHIKV genome in the

samples, demonstrating that the obtained sequence information gave us definitive and reliable

information from epidemic clinical samples.

Distinguishing CHIKV from Dengue fever or Zika fever is also important, but it is often

challenging in the clinical setting, as these viruses share the same vectors, and have similar pre-

senting clinical symptoms. The evidence of the co-circulation of dengue virus (DENV), Zika

virus (ZIKV) and CHIKV has been also reported [37,38]. Hence, multiplex or panel of diag-

nostics for those arbovirus infections will be also required. The RT-LAMP methods for

ZIKAV and DENV has been available [39,40,41], and the MinION analysis from DENV

RT-LAMP had been also been established [42]. Thus, we anticipate such multiplex assays will

soon be established.

The re-emerging ECSA genotype was reported to have adapted to the Aedes albopictus mos-

quito, and to produce more virus particles in that mosquito population [43], which might

result in large urban epidemics. It was also reported that ECSA genotype CHIKV infection

provoked high viral load in the patient [12], suggesting that adaptive mutation in the CHIKV

envelope causes high replication efficiency [17]. In addition, acquired immunity after CHIKV

infection has been reported to be critical for further protection against CHIKV infection [44].

The immunity is long-lasting and suggested to be cross-reactive based on the combination of

the genotypes (serotypes) [45]. Therefore, cohort studies with identification of pathogen line-

ages will be required for a better understanding of chikungunya epidemics. Many lineages

from diverse geographical areas have potential to spread out to other geographies through

travel, vectors, and reservoir animals. However, in most of the epidemic cases, sequence analy-

sis under resource-limited conditions remains very challenging. The present study demon-

strated that by combining LAMP and MinION, sequencing on site is very feasible. The blood
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or serum sample are directly applied to CHIK-CZC-LAMP system without RNA extraction

and RT-LAMP can be performed with a battery driven portable incubator and without the

need for specialized equipment. The same device can be used for MinION sample preparation,

and sequencing can be done with a laptop computer. Therefore, the system is not dependent

on stable electricity. The estimated cost of CZC-LAMP system was approximately one dollar

per tube, which is much more affordable than RT-PCR or qRT-PCR. The MinION platform

requires lower initial costs than other sequencer devices, and can read multiplexed samples,

although we only used small sample size in this study. If more sample numbers are applied in

one flow cell, the cost for the system will also be reduced.

In summary, a one-step, easy gene amplification assay for CHIKV genome detection was

successfully developed. The assay was evaluated with RNA and serum samples from 16

CHIKV serology positive patients during recent chikungunya outbreaks in Rio de Janeiro, Bra-

zil. In combination with MinION sequencing technology, we also identified the CHIKV geno-

types with a laptop computer. The developed CHIK-CZC-LAMP diagnostics and MinION

sequencing workflow will certainly contribute to future outbreak analysis in resource limited

settings.
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9. Charlys da Costa A, Thézé J, Komninakis SCV, Sanz-Duro RL, Felinto MRL, Moura LCC, et al. Spread

of Chikungunya Virus East/Central/South African Genotype in Northeast Brazil. Emerg Infect Dis. 2017;

23:1742–1744. https://doi.org/10.3201/eid2310.170307 PMID: 28930031

10. Cunha MS, Cruz NVG, Schnellrath LC, Medaglia MLG, Casotto ME, Albano RM, et al. Autochthonous

Transmission of East/Central/South African Genotype Chikungunya Virus, Brazil. Emerg Infect Dis.

2017; 23:1737–1739. https://doi.org/10.3201/eid2310.161855 PMID: 28930027

11. Nunes MRT, Faria NR, de Vasconcelos JM, Golding N, Kraemer MU, de Oliveira LF, et al. Emergence

and potential for spread of Chikungunya virus in Brazil. BMC Med. 2015; 13:102. https://doi.org/10.

1186/s12916-015-0348-x PMID: 25976325

12. Parola P, de Lamballerie X, Jourdan J, Rovery C, Vaillant V, Minodier P, et al. Novel chikungunya virus

variant in travelers returning from Indian Ocean islands. Emerg Infect Dis. 2006; 12:1493–9. https://doi.

org/10.3201/eid1210.060610 PMID: 17176562

13. Schuffenecker I, Iteman I, Michault A, Murri S, Frangeul L, Vaney M-C, et al. Genome microevolution of

chikungunya viruses causing the Indian Ocean outbreak. PLoS Med. 2006; 3:e263. https://doi.org/10.

1371/journal.pmed.0030263 PMID: 16700631

14. Lanciotti RS, Valadere AM. Transcontinental movement of Asian genotype chikungunya virus. Emerg

Infect Dis.2014; 20:1400–2. https://doi.org/10.3201/eid2008.140268 PMID: 25076384

15. Teixeira MG, Andrade AMS, Costa M da CN, Castro J-NSM, Oliveira FLS, Goes CSB, et al. East/Cen-

tral/South African genotype chikungunya virus, Brazil, 2014. Emerg Infect Dis. 2015; 21:906–7. https://

doi.org/10.3201/eid2105.141727 PMID: 25898939

16. Souza TMA, Azeredo EL, Badolato-Corrêa J, Damasco PV, Santos C, Petitinga-Paiva F, et al. First

Report of the East-Central South African Genotype of Chikungunya Virus in Rio de Janeiro, Brazil.

PLoS Curr. 2017; 9. pii:ecurrents.outbreaks.4200119978d62ccaa454599cd2735727.

17. Abraham R, Manakkadan A, Mudaliar P, Joseph I, Sivakumar KC, Nair RR, et al. Correlation of phylo-

genetic clade diversification and in vitro infectivity differences among Cosmopolitan genotype strains of

Chikungunya virus. Infect Genet Evol. 2016; 37:174–184. https://doi.org/10.1016/j.meegid.2015.11.

019 PMID: 26611825

18. Notomi T, Okayama H, Masubuchi H, Yonekawa T, Watanabe K, Amino N, et al. Loop-mediated iso-

thermal amplification of DNA. Nucleic Acids Res. 2000; 28:E63. https://doi.org/10.1093/nar/28.12.e63

PMID: 10871386

19. Mori Y, Kanda H, Notomi T. Loop-mediated isothermal amplification (LAMP): recent progress in

research and development. J Infect Chemother. 2013; 19:404–11. https://doi.org/10.1007/s10156-013-

0590-0 PMID: 23539453

20. Kaneko H, Kawana T, Fukushima E, Suzutani T. Tolerance of loop-mediated isothermal amplification to

a culture medium and biological substances. J Biochem Biophys Methods. 2007; 70:499–501. https://

doi.org/10.1016/j.jbbm.2006.08.008 PMID: 17011631

21. Hayashida K, Kajino K, Hachaambwa L, Namangala B, Sugimoto C. Direct blood dry LAMP: a rapid,

stable, and easy diagnostic tool for Human African Trypanosomiasis. PLoS Negl Trop Dis. 2015; 9:

e0003578. https://doi.org/10.1371/journal.pntd.0003578 PMID: 25769046

22. Hayashida K, Kajino K, Simukoko H, Simuunza M, Ndebe J, Chota A, et al. Direct detection of falcipa-

rum and non-falciparum malaria DNA from a drop of blood with high sensitivity by the dried-LAMP sys-

tem. Parasit Vectors. 2017; 10:26. https://doi.org/10.1186/s13071-016-1949-8 PMID: 28086864

23. Lim C-K, Nishibori T, Watanabe K, Ito M, Kotaki A, Tanaka K, et al. Chikungunya virus isolated from a

returnee to Japan from Sri Lanka: isolation of two sub-strains with different characteristics. Am J Trop

Med Hyg. 2009; 81:865–8. https://doi.org/10.4269/ajtmh.2009.09-0009 PMID: 19861623

24. Parida MM, Santhosh SR, Dash PK, Tripathi NK, Lakshmi V, Mamidi N, et al. Rapid and real-time detec-

tion of Chikungunya virus by reverse transcription loop-mediated isothermal amplification assay. J Clin

Microbiol. 2007; 45:351–7. https://doi.org/10.1128/JCM.01734-06 PMID: 17135444

25. Lanciotti RS, Kosoy OL, Laven JJ, Panella AJ, Velez JO, Lambert AJ, et al. Chikungunya virus in US

travelers returning from India, 2006. Emerg Infect Dis. 2007; 13:764–7. https://doi.org/10.3201/

eid1305.070015 PMID: 17553261

Diagnosis and genotyping of chikungunya by MinION

PLOS Neglected Tropical Diseases | https://doi.org/10.1371/journal.pntd.0007480 June 3, 2019 13 / 15

https://doi.org/10.1016/S0140-6736(07)61779-6
https://doi.org/10.1016/S0140-6736(07)61779-6
http://www.ncbi.nlm.nih.gov/pubmed/18061059
https://doi.org/10.1016/j.ijid.2017.03.006
http://www.ncbi.nlm.nih.gov/pubmed/28288924
https://doi.org/10.3201/eid2310.170307
http://www.ncbi.nlm.nih.gov/pubmed/28930031
https://doi.org/10.3201/eid2310.161855
http://www.ncbi.nlm.nih.gov/pubmed/28930027
https://doi.org/10.1186/s12916-015-0348-x
https://doi.org/10.1186/s12916-015-0348-x
http://www.ncbi.nlm.nih.gov/pubmed/25976325
https://doi.org/10.3201/eid1210.060610
https://doi.org/10.3201/eid1210.060610
http://www.ncbi.nlm.nih.gov/pubmed/17176562
https://doi.org/10.1371/journal.pmed.0030263
https://doi.org/10.1371/journal.pmed.0030263
http://www.ncbi.nlm.nih.gov/pubmed/16700631
https://doi.org/10.3201/eid2008.140268
http://www.ncbi.nlm.nih.gov/pubmed/25076384
https://doi.org/10.3201/eid2105.141727
https://doi.org/10.3201/eid2105.141727
http://www.ncbi.nlm.nih.gov/pubmed/25898939
https://doi.org/10.1016/j.meegid.2015.11.019
https://doi.org/10.1016/j.meegid.2015.11.019
http://www.ncbi.nlm.nih.gov/pubmed/26611825
https://doi.org/10.1093/nar/28.12.e63
http://www.ncbi.nlm.nih.gov/pubmed/10871386
https://doi.org/10.1007/s10156-013-0590-0
https://doi.org/10.1007/s10156-013-0590-0
http://www.ncbi.nlm.nih.gov/pubmed/23539453
https://doi.org/10.1016/j.jbbm.2006.08.008
https://doi.org/10.1016/j.jbbm.2006.08.008
http://www.ncbi.nlm.nih.gov/pubmed/17011631
https://doi.org/10.1371/journal.pntd.0003578
http://www.ncbi.nlm.nih.gov/pubmed/25769046
https://doi.org/10.1186/s13071-016-1949-8
http://www.ncbi.nlm.nih.gov/pubmed/28086864
https://doi.org/10.4269/ajtmh.2009.09-0009
http://www.ncbi.nlm.nih.gov/pubmed/19861623
https://doi.org/10.1128/JCM.01734-06
http://www.ncbi.nlm.nih.gov/pubmed/17135444
https://doi.org/10.3201/eid1305.070015
https://doi.org/10.3201/eid1305.070015
http://www.ncbi.nlm.nih.gov/pubmed/17553261
https://doi.org/10.1371/journal.pntd.0007480


26. Langmead B, Salzberg SL. Fast gapped-read alignment with Bowtie 2. Nat Methods. 2012; 9:357–359.

https://doi.org/10.1038/nmeth.1923 PMID: 22388286
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